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Background/introduction
Harmonic motion imaging (HMI) is a radiation force-
based elasticity imaging technique that estimates tissue
harmonic displacements induced by an oscillatory ultraso-
nic radiation force to assess tissue stiffness. The objective
of this study was to evaluate the feasibility of applying
HMI on pancreatic tumor detection and high-intensity
focused ultrasound (HIFU) treatment monitoring.
Methods
A transgenic mouse model of pancreatic cancer (KPC) as
well as wild-type mice were used in this study. The HMI
system consisted of a focused ultrasound transducer (FUS),
which generated oscillatory radiation force that then
induced harmonic tissue motion at 50 Hz at the focus, and
a diagnostic ultrasound transducer, which detected the
axial tissue displacement within the targeted region using
1D cross-correlation of acquired radiofrequency signals.
For pancreatic tumor detection, HMI displacement maps
were generated for pancreatic tumors in transgenic mice
and healthy pancreases of wild-type mice. For pancreatic
tumor ablation monitoring, FUS was used to induce ther-
mal ablation and tissue motion at the same time, allowing
HMI monitoring without interrupting tumor ablation. HMI
images were acquired at 3-s intervals to monitor changes in
tissue stiffness during ablation. All pancreases were excised
immediately after sonication for histological evaluation,
including hematoxylin and eosin (H&E) staining, cleaved
caspace-3 antibody staining, and trichrome staining.
Results and conclusions
The obtained HMI displacement maps showed a high
contrast between normal and malignant tissues (with an
average lesion-to-normal displacement ratio of 2.4). HMI
monitoring of the HIFU ablation depicted consistent
pancreatic stiffening with a mean HMI displacement
reduction rate of 25% after 2 min ablation, and the
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Figure 1 (a) Illustration of the experimental setup. (b) Picture of the
1D HMI transducers. (c) Picture of the 2D HMI transducers.
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formation of thermal lesions was confirmed by the histolo-
gical analysis. H&E staining confirmed accurate targeting
of the pancreatic tumor. Cleaved caspace-3 antibody stain-
ing confirmed apoptosis induced by HIFU ablation.
Trichrome staining revealed the damaging effects of HIFU
on the stromal matrix. This study demonstrated thus for
the first time the feasibility of HMI in pancreatic tumor
detection and HIFU ablation monitoring. It was also the
Figure 2 HMI displacement maps of normal pancreas and pancreas tumor. The corresponding Vevo B-mode images obtained at the same
scanning plane are shown in (c) and (d), respectively. Pancreas locations were confirmed with biopsy shown in (e) and (f).
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Figure 3 HMI displacement image at different HIFU treatment time point (b-f). The corresponding B-mode image obtained before HIFU ablation
is shown in (a). (g) Mean and standard deviation of HMI displacements within the focal region (square in (a)) over time.
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first application of a radiation-force based technique
for HIFU ablation monitoring of an abdominal organ.
Acknowledgements (Funding)
The work was supported by the National Institutes of Health (R01EB014496)
and a grant from the Lustgarten Foundation for Pancreatic Cancer Research.
Published: 30 June 2015
doi:10.1186/2050-5736-3-S1-O81
Cite this article as: Chen et al.: Harmonic motion imaging for pancreatic
tumor detection and high-intensity focused ultrasound ablation
monitoring. Journal of Therapeutic Ultrasound 2015 3(Suppl 1):O81.
Submit your next manuscript to BioMed Central
and take full advantage of: 
• Convenient online submission
• Thorough peer review
• No space constraints or color figure charges
• Immediate publication on acceptance
• Inclusion in PubMed, CAS, Scopus and Google Scholar
• Research which is freely available for redistribution
Submit your manuscript at 
www.biomedcentral.com/submit
Figure 4 H&E staining images of the pancreatic tumor after HIFU ablation.
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